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[57] ABSTRACT 

A system (36, 98) for detemiining the linearity of an RF 
detector (46, 106). A first technique involves combining two 
RF signals from two stable local oscillators (38, 40) to form 
a modulated RF signal having a beat frequency, and apply- 
ing the modulated RF signal to a detector (46) being tested. 
The output of the detector (46) is applied to a low frequency 
spectrum analyzer (48) such that a relationship between the 
power levels of the first and second harmonics generated by 
the detector (46) of the beat frequency of the modulated RF 
signal are measured by the spectrum analyzer (48) to deter- 
mine the linearity of the detector (46). In a second technique, 
an RF signal from a local oscillator (100) is applied to a 
detector (106) being tested through a first attenuator (102) 
and a second attenuator (104). The output voltage of the 
detector (106) is measured when the first attenuator (102) is 
set to a particular attenuation value and the second attenu- 
ator (104) is switched between first and second attenuation 
values. Further, the output voltage of the detector (106) is 
measured when the first attenuator (102) is set to another 
attenuation value, and the second attenuator (104) is again 
switched between the first and second attenuation values. A 
relationship between the voltage outputs determines the 
linearity of the detector (106). 

20 Claims, 3 Drawing Sheets 
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DETECTOR POWER LINEARITY 
REQUIREMENTS AND VERIFICATION 
TECHNIQUES FOR TMI DIRECT 
DETECTION RECEIVERS 

5 

The U.S. government has a paid-up license in this 
invention and the right in limited circumstances to require 
the patent owner to license others on reasonable terms as 
provided for by the terms of contract number NAS5-32018 
awarded by NASA. 10 

BACKGROUND OF THE INVENTION 

1. Field of the Invention 

This invention relates generally to a technique for deter- 
mining the power linearity of a detector and, more 
particularly, to a technique for determining the power output 
linearity for a detector associated with a microwave radi- 
ometer. 

2. Discussion of the Related Art 20 

Certain detectors, such as microwave radiometers, receive 

electromagnetic noise radiation from a remote scene, and 
convert this radiation to a DC voltage representation so as to 
generate, for example, a temperature gradient image of the 
scene. Microwave radiometers receive thermal noise radia- 25 
tion from the scene and generate a DC voltage equivalent of 
the noise at microwave radio frequencies (RF). This prin- 
cipal is possible because, as is we£l understood, RF thermal 
noise being radiated from a body is proportional to the 
temperature of the body. Because die amount of radiation a 30 
body will generate is proportional to its temperature, it is 
necessary that the voltage output of the detector be substan- 
tially linear in carder to give an accurate characterization of 
the temperature of the body. A microwave radiometer, 
therefore, relies on the power linearity of its microwave 35 
receivers to accurately measure the remote microwave ther- 
mal noise sources. In some applications, rigid accuracy is 
not necessary, and thus the linearity of the output of the 
receiver can be more relaxed. However, in other 
applications, the accuracy is very important, and thus, the 40 
output linearity of the receiver is critical. 

One application in which receiver output linearity is 
crucial for generating accurate output data is realized in a 
tropical rainfall measuring mission (TRMM) microwave 
imager (TMI)* The TMI incorporates a microwave radiom- 45 
eter which relies on the power linearity of its microwave 
receivers to produce noise temperature scans of the earth at 
a series of frequency and polarization channels. FIG. 1 
shows a block schematic representation of one channel of a 
receiver 10 associated with a microwave radiometer used in 50 
a TMI. The receiver 10 is based on a satellite (not shown) 
orbiting the earth 12 in a geosynchronous orbit above a 
predetermined area of the earth 12. Electromagnetic thermal 
noise radiation 14 from the earth 12 in the microwave 
frequency range is received by the receiver 10. An earth 55 
reflector 16 mounted on the satellite receives the electro- 
magnetic thermal noise radiation 14 and reflects this radia- 
tion onto an antenna feed device 18 as indicated by an arrow 
designated T. The earth reflector 16 is continually rotating 
about an axis such that a scan line across the earth 12 is 60 
generated. As the feed device 18 is rotated, thermal radiation 
T c from a cold source 20 and thermal radiation T A from a hot 
source 22 are also intermittently applied to the feed device 
18. The temperature values T c and T* provide known cold 
and hot thermal noise signals to the receiver 10 for calibra- 65 
tion purposes in order to compensate for certain things such 
as drift in the receiver 10, as is well understood in the art. 
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The electromagnetic radiation 14 from the earth 12, the 
cold source 20 and the hot source 22 are applied by the feed 
device 18 to a low noise amplifier (LNA) 24 in order to 
provide an amplified receiver thermal noise input signal. The 
amplified noise signal from the amplifier 24 is then applied 
to a bandpass filter 26 in order to limit the noise signal to a 
particular frequency range representative of the particular 
channel so as to establish a noise or convolution bandwidth. 
A diode detector 28 receives the bandwidth noise signal 
from the bandpass filter 26 and generates a DC voltage value 
indicative of the noise signal. The voltage value is applied to 
a video amplifier 30 in order to generate an output voltage 
V that varies with the microwave thermal power noise signal 
applied to the feed device 18. 

FIG. 2 shows a graph of the relationship between the 
receiver output voltage V at the output of the video amplifier 
30 on the vertical axis and the RF thermal noise input signal 
on the horizontal axis. The point labeled A represents the 
power input and associated voltage output point of the cold 
source 20, and the point labeled B represents the power input 
and associated voltage output point of the hot source 22, 
where V h is the hot load voltage output of the receiver 10 
when the feed device 18 is directed towards the hot source 
22 and V c is the cold load voltage output of the receiver 10 
when the feed device 18 is directed towards the cold source 
20. The actual relationship between the output voltage and 
the input noise signal RF power point for a particular input 
as the reflector 16 scans the earth 12 will be found along the 
solid curved line between the points A and B. 

The power linearity requirement falls principally on the 
detector diode 28 used to convert the RF noise signal to a DC 
voltage. Different diode detectors 28 will have different 
output curves between points A and B. Therefore, it is not 
known what the actual output voltage would be for a 
particular noise input signal received from the scan of the 
earth 12. Because the output voltage of the detector 28 is 
nearly linear, the output voltage Y for a particular RF noise 
signal received by the feed device 18 is generally repre- 
sented by an interpolation algorithm to calculate V along a 
linear line between the points A and B, as shown by a dotted 
line, based on the thermal noise radiation input signal. 
Therefore, an error 8V is introduced as a difference between 
the linear interpolated voltage value and the actual voltage 
value from the diode detector 28. Consequently, it is some- 
times necessary to determine the linearity of the output of 
the receiver 10 in order to assess whether this linearity is 
adequate enough for the desired application. 

The thermal noise power as applied to the feed device 18 
is represented by: 

P=kB[T+iF-l)T 0 l (1) 

where, 

T is the noise temperature of the body being detected; 

F is the receiver noise; 

B is the receiver convolution (noise) bandwidth; 

k is Boltzman’s constant; and 

T a is 290° K. 

By measuring the output voltage V when the antenna feed 
device 18 is pointed towards the cold source 20, the hot 
source 22 and the earth 12, t can be determined as an 
estimate of T by using the linear interpolation formula: 
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T k -T c (2) 

(V - Vc) ’ 

where, 

T h is the temperature of the hot source 22; and 
T c is the temperature of the cold source 20. 

Typically, the linear interpolation must determine T to a 
fraction of a degree K out of a system noise temperature of 
1000K or more. If $T is defined as the worst case difference io 
between the interpolated temperature t and the actual tem- 
perature T, it can be shown from FIG. 2 and equation (1) 
that: 

8T/T a eF 5P/P a , (3) 15 

where, 

5P=kBST; and 

is the input power at T h . 

This power linearity 8P is required over a power range given 2 o 
by: 

R=P f /P^FI(F-X), (4) 

Table I shows the power linearity requirements for five 
channels of a known TMI. In Table I, two quantities, SP h and 25 
1+SP/P*, are listed to express the power linearity require- 
ments. The first quantity 8P/P* is useful as a measure of the 
nonlinear power distortion of the receiver 10 . The second 
quantity 1+8P/P* is useful as a measure of the power 
linearity required for the temperature interpolation. Note 30 
that a 1+8P/P* of about 0.001 dB is needed to meet 5T 
requirements. 

TABLE I 


Channel 

Frequency 

fo 

GHz 

Temperature 

Nonlinearity 

5T 

K 

Noise 

FIG. 

F 

dB 

Power 

Range 

R 

dB 

Detector 

Dis- 

tortion 

8P/P„ 

dB 

Power 
Linearity 
1 + 

8P/P h dB 

10.65 

0.275 

4.03 

2.19 

-34.26 

0.0016 

19.35 

0.390 

7.99 

0.75 

-36.70 

0.0009 

21.3 

0.445 

6.61 

1.07 

-34.75 

0.0015 

37 

0.385 

9.55 

0.51 

-38.32 

0.0006 

85.5 

0.560 

10.55 

0.40 

-37.69 

0.0007 


Concerns about the power linearity of detectors have led 
to extensive use of double sideband (DSB) homodyne and 
single sideband (SSB) heterodyne receivers in previous 
radiometer designs. In both the DSB homodyne and SSB 
heterodyne receivers, a local oscillator (LO) is utilized to 50 
down convert the noise input signal to an intermediate 
frequency (IF) before the signal is detected. The principal 
advantage of these receivers is that the same detector can be 
utilized for all frequency bands. However, the receiver 10 of 
FIG. 1 is much simpler than either of the DSB homodyne 55 
and SSB heterodyne receiver designs, and thus offers sig- 
nificant cost and complexity advantages. The principal 
disadvantage, however, of the receiver 10 is that the detector 
28 must operate at the input RF frequency, so a different 
diode detector 28 must be used for each frequency band. 60 
Because of the simplicity of the receiver 10 , it is desirable 
to be utilized as much as possible in radiometer receivers. 
This principally depends on finding suitable linear RF 
detectors at each of the desired frequency ranges and on 
developing simple low-cost methods for verifying the power 65 
linearity of RF detectors. What is needed then is a low cost 
and simple technique for verifying the power linearity of RF 


detectors. It is therefore an object of the present invention to 
provide such a technique. 

SUMMARY OF THE INVENTION 

In accordance with the teaching of the present invention, 
techniques for verifying the power linearity of RF detectors 
are disclosed. In a two-tone method, according to one 
embodiment of the present invention, first and second local 
oscillators generate stable frequencies that are combined to 
provide a modulated RF signal that is applied to a detector 
being tested for linearity. The frequencies of the oscillators 
are slightly different so that the frequency difference pro- 
vides a modulated beat frequency. The output signal of the 
detector is applied to a spectrum analyzer in order to 
measure the first and second harmonics of the output signal 
caused by the beat frequency. If the detector was perfectly 
linear, then no harmonics would exist at the beat frequency. 
A relationship between the power level of the first and 
second harmonics provides a value that is indicative of the 
linearity of the detector. In an alternate embodiment to the 
two-tone method, the beat frequency is generated by an 
audio oscillator and is combined with another RF signal so 
as to enable use of a modulated RF signal that does not have 
to be as stable as with the original two-tone method. 

Another technique for determining the linearity of a 
detector, according to another embodiment of the present 
invention, is referred to as a constant ratio method. In the 
constant ratio method, an RF signal is applied to a detector 
under test, and an output voltage signal from the detector is 
measured by a voltmeter. The voltmeter measures the output 
signal when the RF input signal is nonattenuated. Then, a 
first attenuator attenuates the RF signal applied to the 
detector at a first attenuation level. While the first attenuator 
is at the first attenuation level, the output of the detector is 
measured when a second attenuator is nonattenuating and is 
attenuated at a second attenuation level. Then, the first 
attenuator is set to a third attenuation level, and the output 
of the detector is again measured when the second attenuator 
is nonattenuating and is set to the second attenuation level. 
A relationship between the measured voltages at the differ- 
ent attenuation levels determines the linearity of the detec- 
tor. 

Additional objects, advantages, and features of the present 
invention will become apparent from the following descrip- 
tion and appended claims, taken in conjunction with the 
accompanying drawings. 

BRIEF DESCRIPTION OF THE DRAWINGS 

FIG. 1 is a prior art schematic block diagram of a receiver 
being used in a microwave radiometer for a tropical rain fall 
measuring mission microwave imager; 

FIG. 2 is a graph of output detector voltage V on the 
vertical axis and RF power input signals and temperature on 
the horizontal axis for the receiver of FIG. 1; 

FIG. 3 is a schematic block diagram of a two-tone 
technique for measuring detector linearity according to a 
preferred embodiment of the present invention; 

FIG. 4 is a detailed schematic block diagram of a two-tone 
technique for measuring detector linearity according to a 
preferred embodiment of the present invention; 

FIG. 5 is a plot of the frequency spectrum of a modulated 
RF signal being applied to a detector under test in the 
two-tone technique of FIG. 4; 

FIG. 6 is a plot of video power and peak RF power of the 
detector under test for the two-tone technique of FIG. 4; 
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FIG. 7 is a schematic block diagram of an AM modulation 
technique for measuring detector linearity according to a 
preferred embodiment of the present invention; 

FIG. 8 is a schematic block diagram of a constant ratio 
technique for measuring detector linearity according to a 
preferred embodiment of the present invention; and 

FIG. 9 is a detailed schematic block diagram of a constant 
ratio technique for measuring detector linearity according to 
a preferred embodiment of the present invention. 

DETAILED DESCRIPTION OF THE 
PREFERRED EMBODIMENTS 

The following discussion of the preferred embodiments 
concerning techniques for determining detector linearity are 15 
merely exemplary in nature and are in no way intended to 
limit the invention or its applications or uses. 

In order to generate a technique for determining linearity 
of a detector, it is first necessary to develop formulas for 
characterizing the nonlinear temperature error in terms of 20 
the RF properties of the receiver 10. To simplify later 
discussions, Equation (1) may be written in terms of nor- 


malized noise temperature variables as: 

P=XHF-l)X=X+X v (5) 25 

where, 

X=kBT; (6) 

X 0 =kBT 0 ; and (7) 

X r =(F-l)X 0 . (8) 

Note that the normalized temperature X has units of power. 
The voltage output V of the receiver 10 is given by: 

V=K^V(FyrV 0 . (9) 

where, 

is the receiver voltage to power sensitivity; 

5V is the video voltage power nonlinearity; and 
V 0 is the detector voltage offset 


By rewriting equation (9) in terms of a normalized detector 
output given by: 

Y=(V-V o yK d , ( 10 ) 

it can be shown that: 
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Note that AX^VAY^ is explicitly included in equation (13) 
because it will not be unity when 5Y is not zero. 

The radiometer error due to second order nonlinearity is 
determined by generating a power series expansion of the 
5 receiver output Using a Wiener- Volterra analysis, known to 
those skilled in the art, and assuming that the bandwidth of 
a non-linear radiometer is much larger than linear filters in 
the receiver 10, one can show that the output of the receiver 
10 can be written in terms of the input RF voltage V r as: 

Y=Y n Y n , (16) 

where, 

y n =A n «V r "> >7 , (17) 

In this calculation, «... » T represents both an outer time 
average < . . . > T over a finite but long time T, and an inner 
ensemble average <...>. Note that is used to indicate 
the sum over n instead of the standard notation to simplify 
formatting. The time T is considered long enough to elimi- 
nate RF signals from the output Y, but not so long as to 
eliminate lower frequency components from Y. A more 
precise definition of the length of T will be given below. A 
double average is utilized in equation (17) so the single 
variable Y can be used for both random inputs, which 
requires the use of the ensemble average <...>, and 
coherent inputs, which requires the use of the finite time 
average < ... > T 

Since the receiver 10 is meant to act as a linear power 
30 (square law) detector, the first term is assumed to be the A 2 
term. Because the average power is given by: 

P=«V r 2 » 3> (18) 

35 A 2 is one by comparison with equation (11). It is also 
assumed that the symmetry of the RF voltage is such that 
only Y„ terms with even powers of V r (even n terms) are 
non-zero. 

The receiver output for bandlimited noise can also be 
40 determined. When the RF input is bandlimited white noise, 
V r can be represented by: 

V£ty4h{t-fW)dt’, (19) 

where, 

45 

h(t) is the impulse response of the RF bandpass filter; and 
f(t) is a random Langevin function whose autocorrelation 
function is given by: 


Y(P)*P+$Y(P) y (11) 

where 5Y is the normalized receiver nonlinearity. Note that 
Yhas units of power also. Combining equations (5) and (11) 
gives: 

Y=Y+X r +SY. (12) 

Ignoring the nonlinearity in equation (12), it can be shown 

that the following linear interpolation formula can be cal- 

culated for the temperature X m : 

X^XMY^yXXfJAY^ (13) 

where, 


(20) 

The first nonzero term in equation (16) is given by: 

( 21 ) 

By using equations (19) and (20), Equation (21) becomes: 

Y 2 =P=NJi, (22) 

where B is the convolution (or noise) bandwidth of the RF 
filter 26 as given by: 

B={V2)lh(t) 2 dt, (23) 


and where it is assumed that BT»1. For this random case, 
note that only the properties of the ensemble average < . . . > 
are utilized and that the additional finite time average has no 
effect on the result. 


(14) 

(15) 


65 


50 


55 


AX^XfrX,; and 
A Y h ~Y h ~Y c . 
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Comparing this with equation (1) yields: 

N 0 =k[TMF-\)T 0 l (24) 

Thus, N 0 is the thermal noise power density per unit 
bandwidth. The second non-zero term in equation (16) is 
given by: 

Y A =A A <<V£t)^>^Mt-h) . • - 

dt . . . dt 4 >j, (25) 

Since <f(t 1 )f(t 2 )f(t 3 )f(t 4 )> is a fourth order correlation func- 
tion for uncorrelated white noise, it is non- vanishing only 
when any two pairs of the time arguments t v . . t 4 are equal. 
Thus, it can be shown that: 
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a system 36 depicting a two-tone technique for measuring 
detector linearity according to a preferred embodiment of 
the present invention. A first local oscillator (LO) 38 gen- 
erates a frequency f c and a second local oscillator 40 
5 generates a frequency f c +f m where the two frequencies from 
the oscillators 38 and 40 are substantially equal. The fre- 
quency i 0 is determined as the frequency at or about the 
frequencies which a detector being tested will be detecting 
when in use. For example, for a microwave radiometer, the 
10 value of f 0 will be on the order of 5-1 00 GHz. The frequency 
i m will be a beat frequency, for example 50 kHz. The 
frequency signals from the oscillator 38 and 40 are added 
together by a summing device 42 to generate a stable 
amplitude modulated RF voltage signal ^rf modulated at 
15 the beat frequency f m as represented by: 


- h )i ( 26 ) 

and equation (25) becomes: 

Y 4 ~3A 4 (NJB 2 ) 2 =3A 4 P 2 . (27) 

Therefore, to the fourth order, the output of the receiver 10 
in the presence of thermal noise is given by: 

Y=P+3A 4 P 2 . (28) 


V R rP™[Cos(ajy+Cos((a m ^ 0 )t)l (39) 

where, 

F 0 is the average RF power; 

(0 o is the lower angular RF frequency; and 
co m is the angular difference frequency. 

This produces an RF signal whose power P is represented 
by: 

P=«V^ 2 » 7 ^P o [l+Cos( 0 ) nf f)]. (40) 


20 


25 


The interpolation error due to second order power non- 
linearity can also be determined. Inserting equation (5) into 
equation (28) gives: 

Y=c+bX+3A 4 X 2 . (29) 

where, 

c=X r +3A 4 X r z ; and (30) 

b=l+6A 4 X r . (31) 

Using equation (29) at the cold and hot calibration points A 
and B, A becomes: 

AY he =AXJb±3A 4 (X h +X e )l (32) 

and equation (13) becomes: 

X m -X c «X-XJ[b+3A 4 (X+Xjy[b+3A 4 (XpXJl (33) 

Thus, the temperature error due to a second order power 
nonlinearity is given by: 

X~X m =3A 4 (X-~X c X^h~Xy[b+3A 4 (X fH . Xc )] . (34) 

The worst case error occurs at: 

X m =(X c +X h y2, (35) 

and is given by: 

8X m ^3AV4)(X A ^ (36) 

Assuming A 4 «l and X^=0, equation (36) becomes: 

^X r JX f ^T n /Tj~{3l A)A A (^ h -X c y={3f A)A 4 kBTh- (37) 

Equation (36) can also be written as: 


It is assumed that co <3 » r n 1 © /n , so that the RF components 
are eliminated by the averaging process «... » r , but not 
the low frequency modulation components. For this coher- 
ent case, note that only the properties of the time average 
< . . . > r are utilized, and that the additional ensemble 
average has no effect on the result. 

The modulated RF voltage signal is applied to an 
attenuator 44 in order to adjust the magnitude of this signal 
for reasons that will become apparent from the discussion 
below. The voltage signal V* F is then applied to a detector 
46 that is being tested for linearity. In this example, the 
detector 46 is shown as a diode detector. However, it will be 
understood that the detector 46 can be any detector that 
produces a DC output voltage proportional to an RF power 
input A proportionate DC voltage output signal V from the 
detector 46 is then applied to a spectrum analyzer 48 to 
generate a frequency spectrum of the DC signal. 

If the detector 46 was an ideal square law (power linear) 
detector, i.e., one whose video output is exactly proportional 
to the spectrum analyzer 48 would only display a 

frequency component at <a m , i.e., no harmonics. Therefore, 
the presence of frequency components at multiples of co m 
would indicate deviations from square law detector behavior 
in the detector 46. Therefore, to determine the linearity of 
the detector 46, the beat frequency harmonics are measured 
by the analyzer 48. In order to determine the harmonics of 
the output signal V, the output signal V is first represented 
by: 

V=l5*Cos(Jtow), (41) 

k 

where, 

k is a positive integer; and 

£* is used to indicate the sum over the index k. 

By rewriting equation (16) as: 


40 


45 


50 


55 


60 


bTJT^3/4]A 4 (P^P^m4P^, (38) 

as a result of equation (4) and the fact that X h ~X c =P h -P c . 65 
From the above calculations, a two-tone method for 
measuring detector linearity can be developed. FIG. 3 shows 


V= I Po n A2A.«Vr 2 n>>T/Pc n \ (42) 

n=k 

and assuming that only the 2n terms are nonzero, it can be 
shown that: 
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Bk = 2 Po n A2 Jt Bj ul , 

n=k 


(43) 


where the coefficients are given by the expansion 
formula: 


[Cos((tt a,) + (CosC©* + (ajif* = X fefaCosCto**). 

h=o 


(44) 


The first few coefficients B* from equation (43) are shown 
in Table II below. 

TABLE II 



pr 

II 

o 

k= 1 

k - 2 

** 

II 

k - 4 

n = 1 

1 

1 

0 

0 

0 

n = 2 

9/4 

3 

3/4 

0 

0 

n = 3 

25/4 

75/8 

15/8 

5/8 

0 

n = 4 

1225/64 

245/8 

245/8 

35/8 

35/64 


Thus, the first and second harmonics B x and B 2 are given 


by: 


and 


(45) 

(46) 


and for A 4 P <> «1, the ratio of the coefficients B x and B 2 is 
given by: 


BJBH 3/4)A 4 P 0 . 


(47) 


By the above analysis, it can be seen that by generating a 
video spectrum of the output of the detector 46, and then 
measuring the power output of the first and second 
harmonics, a ratio value can be determined that gives a 
linearity factor for the detector 46 to determine whether this 
factor coincides with the acceptable linearity factor for a 
particular use. 

FIG. 4 shows a block diagram schematic view of a more 
detailed system 54 setting out the two-tone technique dis- 
cussed above. In this example, a detector under test will be 
tested for linearity at 6 GHz. A local oscillator 56 generates 
a stable oscillation frequency at 6 GHz. A local oscillator 60 
generates a stable oscillation frequency at 50 kHz above 6 
GHz. A set of attenuators 60 and a set of isolators 62 provide 
isolation to prevent the generation of intermodulation prod- 
ucts from the outputs of the oscillators 56 and 58 that would 
effect the stable modulation frequency. The frequencies from 
the oscillators 56 and 58 are summed together by a fre- 
quency summing device 64 in order to generate an ampli- 
tude modulated RF signal. FIG. 5 shows a graph of the 
modulated RF signal from the summing device 64. The 
horizontal axis is the frequency and the vertical axis is the 
magnitude in dBm of the RF signal. Each vertical line 
represents 50 kHz, where the center line is 6 GHz. As is 
apparent there are two spikes representing the beat 
frequency, at 6 GHz±50 kHz. 

A 0-11 dB attenuator 66 and a 0-7 dB attenuator 68 
attenuate the modulated RF signal in order to set the 
amplitude of the signal. An RF power meter 70 measures the 
power of the attenuated modulated signal such that the RF 
signal can be accurately set to a desired power value by the 
attenuators 66 and 68. The signal is then attenuated by a 3 
dB attenuator 72 before being applied to a detector 74 being 
tested. The attenuator 72 provides isolation for the detector 
74. The output signal from the detector 74 is applied to a 
video amplifier 76 to be amplified, and then to a low 
frequency video spectrum analyzer 78 in order to generate a 


10 

frequency spectrum of the DC output signal from the 
detector 74. A 10 MHz frequency reference signal is applied 
from the video spectrum analyzer 78 to the oscillators 56 and 
58 in order to provide a stable reference signal that the 
5 oscillators 56 and 58 can lock onto, and thus reduce drift 
The spectrum analyzer 78 will display the harmonics of the 
beat frequency f m , and will also provide a power level for 
each harmonic. 

FIG. 6 shows a plot of the measured harmonics of the 
10 output of the detector 74 as a function of the RF power 
applied to the detector 74. The video power as measured by 
the spectrum analyzer 78 is on the vertical axis and the RF 
power input as measured by the RF power meter 70 is on the 
horizontal axis. The top output line is the first harmonic, the 
15 second output line from the top is the second harmonic, the 
third output line from the top is the third harmonic, and the 
fourth output line from the top is the fourth harmonic. If the 
attenuators 66 and 68 are set such that the RF power as 
measured by the power meter 70 is 20 dBm, the video power 
20 of the first, second, third and fourth harmonics are measured 
by the spectrum analyzer 78 and represented by the square, 
diamond, triangle and circle data points, respectively, at that 
power level. The attenuators 66 and 68 are then adjusted to 
a next power level setting, such as 18 dBm. The power level 
25 of the first, second, third and fourth harmonics are again 
measured at this input RF power level, and this process is 
continued until the output lines as shown in FIG. 6 are 
generated. For the first and second harmonics, each data 
point represents a B 1 and B 2 , respectively, that can be used 
30 to determine the ratio B^i in order to determine the 
linearity of the detector 74 as discussed above. A series ofB x 
and B 2 values are measured in order to get an overall 
average of the ratio B 2 fB 1 so as to generate an accurate ratio 
since all of the harmonics will vary with power. 

35 if two local oscillators are not available, an AM modu- 
lation technique can be used to measure detector power 
linearity in a similar manner to the two-tone technique of 
FIGS. 3 and 4, as shown by an amplitude modulation system 
82 in FIG. 7. A carrier local oscillator 84 generates a single 
40 carrier frequency at f 0 and an audio oscillator 86 generates 
a beat frequency at f m . A linear modulator 88 modulates the 
carrier frequency f 0 and the beat frequency f m in order to 
produce an amplitude modulated RF signal that is again 

represented by: 

45 


V«jF=P < ,°’ 5 (l+COS(ffl m ?))COS(Q)^). 


(48) 


The modulated RF signal W RF is applied to an attenuator 
90 to provide a particular power level of the signal, and then 
50 to a detector 92 being tested. As with the system 36 above, 
the output of the detector 92 is applied to a low frequency 
spectrum analyzer 94 in order to generate an output fre- 
quency spectrum. The spectrum analyzer 94 will generate a 
series of harmonics of the RF input signal applied to the 
55 detector 92. The power level of each harmonic is measured, 
and the ratio of the power level of the second harmonic to 
the first harmonic (B^i) is determined to determine the 
linearity of the detector 92 as with the two-tone technique 
above. 

60 The system 82 is similar to the two-tone system 36 of FIG. 

3 except that a linear power detector generates first and 
second harmonics at the detector output, and the detector 
nonlinearities generate correspondingly higher harmonics. 
Further, because the beat frequency is supplied by a separate 
65 audio oscillator 86, the carrier frequency f G does not have to 
be stable, and thus, the stability of the local oscillator 84 can 
be somewhat sloppy. Although the analysis of the harmonics 
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is similar to the two-tone technique, the values of B* are m=(312)A 4 (i-Q)(P 1 -p 2 ). (53) 

different as shown in Table EL 

It can further be shown that the signal-to-error ratio for 


TABLE m 



k = 1 

k = 2 

k= 3 

Ti- 

ll 

M 

n= 1 

2 

1/2 

0 

0 

n = 2 

7 

7/2 

1 

1/8 


The AM modulation system 82 is simpler to implement 
than the two-tone system 36, but is limited in resolution by 
the linearity of the modulator 88. Typically, double balanced 
modulators can achieve higher order tone suppression of 
only 40 to 50 dB, limiting the ability to measure the higher 
order tone generation to that level. The two-tone technique 
is capable of much higher resolutions. 

Another embodiment for determining detector linearity is 
referred to as a constant ratio method. A system 98 imple- 
menting the constant ratio technique according to a preferred 
embodiment of the invention is shown in FIG. 8. The system 
98 includes a local oscillator 100 for providing an RF input 
signal. The RF input signal from the oscillator 100 is 
attenuated by a first attenuator 102 and then by a second 
attenuator 104, as shown. The attenuated signal from the 
second attenuator 104 is then applied to a detector 106 being 
tested for linearity. The output signal of the detector 106 is 
then applied to a voltage meter, such as a digital voltmeter 
108, to measure the output voltage V of the detector 106. 

The constant ratio method is based on the theory that the 
output linearity of a detector can be determined by the 
relationship of a set of output voltages of the detector at one 
attenuation with the relationship of a set of output voltages 
of the detector at another attenuation regardless of the actual 
output voltages themselves. In other words, by looking at the 
slope of a voltage output line of the detector 106 at two 
power settings, and then comparing these slopes, one can 
determine the linearity of the output of the detector 106. In 
the constant ratio, the power output level of the oscillator 
100 is set by the attenuator 102 to a value and then the 
second attenuator 104 is used to change the value P* by an 
unspecified but constant ratio Q. 

If YiCPj is the normalized detector output before the 
attenuation Q, and Y 2 (QP^) is the normalized detector output 
V after the attenuation Q (assume 0<Q<1), for a linear 
power detector, a ratio D* of these detector outputs is given 
by: 

De*i(P#YMP& (49) 

and is a constant Q -1 . Thus, if one varies P k changes in D k 
reflect the power nonlinearity level of the detector 106. 
Letting D 1 =D(P 1 ) and D 2 =D(P 2 ), the following can be 
shown: 

M~D x /D 2 -l, (50) 

as a measure of the nonlinearity. Note that Q=0 when no 

power nonlinearities are present. 

The input RF signal from the oscillator 106 is represented 
by: 

V RF =(2PfSCos(<» 0 t). (51) 

Inserting equation (51) into equation (16) and keeping only 
the A 2 and A 4 terms, yields a normalized detector output 
given by: 

Y=P 0 +(3I2)A 4 P 0 2 . (52) 

Utilizing equations (52) and (50) in equation (51) and 

assuming A 4 is small, it can be shown that M becomes: 


measuring M is optimized when Q=0.5 and P^O.SPj. Using 
5 these values and setting it can be shown that: 

M=(3lS)A 4 P h . (54) 

Thus by utilizing equation (53) or equation (54), the non- 
10 linearity coefficient A 4 can be identified and used to deter- 
mine the linearity of the detector 106. 

FIG. 9 shows a more detailed schematic block diagram for 
the implementation of the constant ratio technique as shown 
by a system 112. A local oscillator 114 generates an RF 
15 signal. The RF signal from the oscillator 114 is applied to a 
set of attenuators 116 in which a first attenuator 118 of the 
set of attenuators 116 is a 0-70 dB attenuator and a second 
attenuator 120 of the set of attenuators 116 is a 0-11 dB 
attenuator. The set of attenuators 116 represents the attenu- 
20 ator 104 of the system 98 above. As is apparent, the set of 
attenuators 116 is isolated from the oscillator 114 by a set of 
isolators 122 and is isolated at its output side by a set of 
isolators 124 in order to reduce the affects of noise and 
intermodulation products on the attenuators 116. The RF 
25 signal from the local oscillator 114 is applied from the set of 
attenuators 116 to an attenuator 126. The attenuator 126 is 
representative of the attenuator 102 of the system 98 above. 
The output RF signal from the attenuator 126 is applied to 
an RF power meter 128 in order to establish an accurate 
30 power level of the RF signal. The RF signal from the 
attenuator 126 is then applied to a detector 130 under test 
An attenuator 132 isolates the detector 130 as with the 
system 54 above. The DC output voltage from the detector 
130, representative of the RF signal, is applied to a video 
35 amplifier 134 to be amplified, and then to a digital voltmeter 
136 to measure the DC output voltage. 

In operation of the system 112, the local oscillator 114 is 
set to an RF power signal, such as 6 GHz. First, the output 
voltage of the detector 130 is measured without any attenu- 
40 ation from the set of attenuators 116 and the attenuator 126 
as a value V Q . The attenuator 126 is then set to a particular 
attenuation level, such as 6 dB, and the output voltage of the 
detector 130 is measured as V 2 . The set of attenuators 116 
is then set to a particular attenuation level, such as 3 dB, 
45 while the attenuator 126 is still set to 6 dB, and the output 
voltage of the detector 130 is measured as V x . From the 
values v 0 ,v t and V 2 , D t is determined from equation (49). 
Next, the attenuation of the attenuator 126 is set to another 
value, such as 9 dB, and the output voltage of the detector 
50 130 is measured when the set of attenuators 116 is again set 
at 0 dB and is set at 3 dB to again determine V x and V 2 . From 
the second measurements of V x and V 2 , the coefficient D 2 is 
determined from equation (49). Then, a value M is calcu- 
lated from D t and D 2 and equation (50) and the nonlinearity 
55 of the detector 130 is determined from M using equation 
(54). 

The foregoing discussion discloses and describes merely 
exemplary embodiments of the present invention. One 
skilled in the art will readily recognize from such discussion, 
60 and from the accompanying drawings and claims, that 
various changes, modifications and variations can be made 
therein without departing from the spirit and scope of the 
invention as defined in the following claims. 

What is claimed is: 

65 1. A system for testing the linearity of a detector that 

produces a DC output voltage proportional to an RF power 
input signal, said system comprising: 
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a fast oscillator that generates a first frequency; generating a first RF signal; 

a second oscillator that generates a second frequency; generating a second RF signal that is different from said 


combining means for combining the first frequency with 
the second frequency so as to generate a modulated RF 
signal; 5 

means for applying the modulated RF signal to the 
detector being tested for linearity; and 

a spectrum analyzer being responsive to the frequency 
spectrum of an output of the detector, wherein the 
spectrum analyzer generates harmonics of the modu- io 
lated RF signal being applied to the detector, and 
wherein a relationship corresponding to a ratio of 
power levels of the first and second harmonics of the 
modulated RF signal is indicative of the linearity of the 
detector. 15 

2. The system according to claim 1 wherein the first 
frequency generated by the first oscillator is f a and the 
second frequency generated by the second oscillator is f*+f m 
and wherein. f a and f 0 +f m are nearly identical, and wherein 
the combination of f^ and f^+f m includes a beat frequency f m , 2Q 
and wherein the first and second oscillators are very stable 
oscillating sources. 

3. The system according to claim 1 wherein the first 
frequency generated by the first oscillator is f 0 and the 
second frequency generated by the second oscillator is f m , ^ 
and wherein the second frequency is an audio frequency and 2 
wherein the combination of f 0 and f m generates a modulated 
RF signal having a beat frequency f m . 

4. The system according to claim 1 wherein the linearity 

of the detector is determined by the ratio of the power levels 3Q 
of the first and second harmonics of a beat frequency i m of 3 
the modulated RF signal. 

5. The system according to claim 4 wherein the ratio of 
the power levels of the first and second harmonics is 
determined by: 

where, 

B x is the power level of the first harmonic given by 
B 1 =P £ ,+3A 4 P t , 2 ; 

B 2 is the power level of the second harmonics given by 
B2 = (3/4)A 4 P 0 ; 40 

P 0 is the average RF power being applied to the detector; 
and 

A 4 is a measure of the detector nonlinearity. 

6. The system according to claim 1 wherein the modulated 
RF signal is applied to an attenuator so as to vary the power 45 
of the modulated RF signal being applied to the detector. 

7. The system according to claim 1 wherein the first and 
second oscillators are isolated from the combining means by 
a set of isolators. 

8. The system according to claim 1 wherein the modulated 50 
RF signal is applied to a power meter for determining the 
power of the RF signal being applied to the detector. 

9. The system according to claim 1 wherein the output of 

the detector is applied to a video amplifier prior to being 
applied to the spectrum analyzer. 55 

10. The system according to claim 1 wherein an output 
frequency reference signal is applied from the spectrum 
analyzer to each of the first and second oscillators. 

11. The system according to claim 1 wherein the detector 

is a diode detector intended to be associated with a micro- 60 
wave radiometer to detect microwave frequencies. 

12. The system according to claim 11 wherein the micro- 
wave radiometer is associated with a tropical rain fall 
measuring mission microwave imager. 

13. A method for testing the linearity of a detector that 65 
produces a DC output voltage proportional to an RF power 
input signal, said method comprising the steps of: 


first RF signal; 

combining the first RF signal with the second RF signal 
so as to generate a modulated RF signal; 
applying the modulated RF signal to the detector being 
tested for linearity so as to generate an output signal of 
the detector indicative of the modulated RF signal; and 
analyzing the spectrum of the output signal of the detector 
so as to determine harmonics of the modulated RF 
signal, wherein a relationship corresponding to a ratio 
of power levels of the first and second harmonics of the 
modulated RF signal is indicative of the linearity of the 
detector. 

14. The method according to claim 13 wherein the step of 
generating a first RF signal generates a first RF signal having 
a frequency of f 0 and the step of generating a second RF 
signal generates a second RF signal having a frequency of 
f 0 +f m such that f 0 and f 0 +f m are nearly identical, and wherein 
the step of combining the first and second RF signals 
generates a modulated RF signal having a beat frequency f m . 

15. The method according to claim 13 wherein the step of 
generating a first RF signal generates a first RF signal having 
a frequency f a and the step of generating the second RF 
signal generates a second RF signal having a frequency f m , 
and wherein the step of combining the first and second RF 
signals generates a modulated RF signal having a beat 
frequency f m . 

16. The method according to claim 13 wherein the step of 
analyzing the spectrum of the output signal of the detector 
includes determining the power level of the first and second 
harmonics of a beat frequency f m of the modulated RF 
signal. 

17. The method according to claim 16 wherein the step of 
analyzing the spectrum of the output signal of the detector 
includes analyzing the first and second harmonics of the beat 
frequency to determine B 2 /B 1 where: 

and where, 

B x is the power level of the first harmonic given by 
B 1 =P o+3 A 4 P q 2 ; 

B 2 is the power level of the second harmonics given by 
B 2 =(3/4)A 4 P 0 ; 

P 0 is the average RF power being applied to the detector; 
and 

A 4 is a measure of the detector nonlinearity. 

18. A system for testing the linearity of a detector, said 
system comprising: 

a first oscillator that generates a first frequency; 
a second oscillator that generates a second frequency; 
combining means for combining the first frequency with 
the second frequency so as to generate a modulated RF 
signal; 

means for applying the modulated RF signal to the 
detector being tested for linearity; and 
a spectrum analyzer being responsive to the frequency 
spectrum of an output of the detector, wherein the 
spectrum analyzer generates harmonics of the modu- 
lated RF signal being applied to the detector, and 
wherein a relationship of the harmonics is indicative of 
the linearity of the detector, and wherein an output 
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frequency reference signal from the spectrum analyzer 20. The system according to claim 19 wherein the micro- 
is applied to each of the first and second oscillators. wave radiometer is associated with a tropical rain fall 

19. The system according to claim 18 wherein the detector measuring mission microwave imager, 

is a diode detector intended to be associated with a micro- 

wave radiometer to detect microwave frequencies. * * * * * 



